Spinal cord injury (SCI) occurs in a substantial proportion of trauma. A study from major trauma centers in the United States reports that SCI occurred in 2.6% of trauma patients, or approximately 1 in 40 patients, reported between 1982 and 1989, of whom 79% were male [4] . Wheelchair-ambulating patients with SCI are often susceptible to joint pain, spine deformity, or pressure sores [5, 6, 9, 10, 13] .
Previous studies have investigated the effects of seatcushion materials [3, 5, 7, 8, 15] and body posture [14] on seating pressure in static sitting. Other studies have compared and determined higher seating pressures in persons with SCI than in able-bodied subjects [16] . A recent study has derived an algorithm to define the area of highest pressure under the ischial tuberosity (IT) region and have shown that the IT weight-bearing area in subjects with SCI is half that of able-bodied controls [1] .
This study aimed to describe the loading characteristics of persons with SCI as they pertain to pressure, contact area, and symmetry of loading, and to determine whether postural adjustments or abdominal muscle innervation have any effect on seat loading.
Materials and methods

Subjects
A consecutive series of 44 adult males with complete (ASIA A) [12] thoracic (T1-T12) traumatic SCI, under the age of 50 years, all users of manual wheelchairs, were recruited. Inclusion criteria were trauma occurring after the age of 15 years and at least 2 years prior to the study. Six subjects with psychological problems were excluded, and eight chose not to participate. Thirty subjects were tested in conjunction with their annual check-ups at the SCI clinic. Data from five subjects were corrupted. The final number of subjects analyzed in this study is 25 (weight: µ=76.1 kg, σ=11.7 kg; Table 1 ). The subjects were divided into two groups based on their SCI level and subsequent trunk muscle innervation. Group 1 was defined as SCI injury at a vertebral level between T1 and T8 (no innervation to abdominal muscles), group 2 as injury between T9 and T12 (some possible innervation to upper abdominal muscles). Simultaneous digital photographs were taken to analyze positions of markers attached to the subjects' joints, and have been presented in a prior study [2] . Prevalence of pressure sores either at the time of testing or within the previous 5 years was recorded. Data from eight healthy male adult controls under 50 years of age were used as comparison (weight: µ=84.6 kg, σ=13.7 kg).
Pressure measurements
The subjects sat on both a standardized wooden surface and in their own wheelchairs. They were given standard instructions to sit in two positions: first in a relaxed and then in an upright posture. The standardized surface was a table with a solid hardwood (beech) surface and four steel legs, on which the subjects sat as far back as possible with the backs of their knees flush with the table edge and their legs suspended. In the wheelchairs, subjects seated themselves as usual. In all positions, the subjects sat with their arms on their laps and looked straight ahead. Control subjects sat only on the standardized surface.
The seating surfaces were equipped with a sensor, which measured pressure distribution under the seating surface (ClinSeat Type 5315 Sensor, Tekscan, Boston, Mass., USA). The mat was 42.7×48.8 cm with a thickness of approximately 0.1 mm. The sensor consists of two thin, flexible polyester sheets with parallel strips of electrodes in the lining, the strips on one side being perpendicular to those on the other side, and with a semi-conductive ink layer between the sheets. The ink produces an electrical resistance charge at the intersection of electrodes, one intersection every 1.03 cm 2 . The charge is pressure-sensitive, and sensitivity can be adjusted to one of 10 levels. A calibration file was recorded and saved with three healthy adults of varying body weight and body type at each sensitivity level used, according to the manufacturer's recommended calibration procedure. For each subject's pressure recording, the calibration file of the person with the nearest maximum pressure and the appropriate sensitivity level was chosen. For each subject recording, a noise filter was applied such that the lowest 1.18% (3 of 255 raw measurement units) of the overall sensing capacity was eliminated. Pressure sensors from this manufacturer have been previously validated in another application [11] .
The mat was located at an identical position on the standardized surface for all subjects. On the wheelchair, it was located under the seating surface, avoiding contact with the backrest.
Pressure data were recorded for 3 s at a sampling rate of 8 Hz, and an averaging algorithm in the software was used to smooth pixel data into smooth pressure distribution data. One final distribution was determined by each pixel's maximum reading during the 3 s period. The pressure distribution was viewed as a two-dimensional image on a PC and the image was divided into left and right sides based on the pressure pattern. The software located the 2×2 cm area with the highest pressure as well as the center of force (CoF, the weighted center of all pixel readings of force) measured by the sensor.
The data recorded were as follows:
(1) Maximum pressure (left side, right side, and overall; g/cm 2 ) (2) Contact area (left side, right side, and overall; cm 2 ) (3) Mass (left side, right side, and overall; kg) (4) Active area of highest 75% of the maximum pressure (left side, right side, and overall; cm 2 ) (5) Distance from each side's peak pressure location to the CoF (cm)
Pressure and force were normalized to body weight, and active area of the top 75% pressure was normalized to the contact area and expressed as a percent ( Fig. 1 ). Three asymmetry indexes were defined from the data: CoF Asymmetry (measures the asymmetry of the distance between the CoF and the left and right peak pressure location), Force Asymmetry and Area Asymmetry. In each case, the left and right side parameters were compared using the following formula:
where "max" refers to the larger of the two distances between the maximum pressure location and the CoF, the higher of the two sides' forces, or the larger of the two sides' contact areas (Fig. 2) , and "mean" refers to the mean of these measures of the left and right sides. 
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Data analysis
The variables considered in the data analysis were:
-SCI versus control -Standardized versus wheelchair sitting (SCI subjects only) -Relaxed versus upright sitting -High versus low thoracic SCI
The following parameters were used to test the appropriate variables:
-Force (total and normalized to body weight) -Maximum pressure (absolute and normalized to body weight) -Contact area -Contact area of the highest 25% pressure (absolute and normalized to total contact area) -Force Asymmetry -Area Asymmetry -CoF Asymmetry Means and standard deviations are displayed for each group. Statistical significance was determined using nonparametric tests (Mann-Whitney for different groups and Wilcoxon for intra-subject comparisons). All statistics were calculated in commercially available software (SPSS).
Repeatability was evaluated by testing two healthy adults (1 male, 1 female) for 10 days, once per day at different times, and in random order. On one of the days, each person's seating pressure distribution was tested 10 times, for a total of 19 trials per person in each of the relaxed and upright positions. The following seven parameters were evaluated for their variation: total force, maximum pressure, contact area, highest pressure area, force asymmetry, area asymmetry, and CoF asymmetry. The means and standard deviations were calculated.
Results
SCI versus control
Significant differences were found in all tested parameters (Table 2, Fig. 3 ). Maximum pressure in SCI subjects was approximately double that in controls, despite relatively similar body weights. In SCI subjects, pressure on the standardized surface was observed to be as high as 1.2 kg/cm 2 . The contact area in SCI subjects was less than half that in the controls. The area of the highest pressure was also smaller in SCI subjects (10 cm 2 compared with 17 cm 2 in controls), which corresponded to a larger percentage of available contact area. All asymmetry indices displayed much more asymmetry in SCI sitting than in able-bodied sitting ( Table 2 
Standardized surface versus wheelchair
The wheelchair was observed to improve most parameters (Table 3 , Fig. 5 ). While the total force on the seating area increased in the wheelchair, the pressure decreased and the contact area increased significantly. The area of highest pressure was distributed onto a somewhat larger percentage of available contact area, though this result was not statistically significant (p=0.06). Asymmetry of force and CoF location were observed to improve in the wheelchair.
Relaxed versus upright posture
The upright posture resulted in only one significant difference during sitting in the control group: the total force on the seating area increased by 52% (Table 4a ). In the SCI group on the standardized surface, the total force did not increase (Table 4b ). Three parameters, however, improved with upright sitting: both raw and normalized maximum pressure decreased by 10%, while the contact area increased by 22%. None of these parameters, however, improved when the SCI subjects adjusted to upright posture in the wheelchair (Table 4c ). The only parameter to change was the area of highest pressure, which increased by 5%. Symmetry was not observed to be improved significantly by the postural adjustment in any sitting configuration.
High versus low thoracic SCI
No significant differences in the seating parameters were observed between persons with SCI in T1-T8 and those with SCI in T9-T12 in any seating configuration.
Repeatability of method and parameters
The total force had a standard deviation of approximately 33 N, which was nearly 5% of the mean value measured in the repeatability study. The standard deviation of the contact area was approximately 31 cm 2 , which was also equivalent to less than 5% of the mean contact area measured. The standard deviation of the maximum pressure was approximately 34 g/cm 2 , or between 6% and 20% of the measured maximum pressure. All asymmetry indices had a measured standard deviation of 0.012-0.055, which is equivalent to measurement repeatability of 1.2-5.5% asymmetry, since the asymmetry is on a 0-1 scale. Area Asymmetry had the smallest standard deviation (0.015), followed by Force Asymmetry (0.026), and CoF Asymmetry had the largest (0.039). All standard deviation val- ues measured in the repeatability study were much lower than the significant differences reported above between different subject populations. The method and parameters can therefore be considered repeatable.
Discussion
The main finding in this study is that reliable estimates of asymmetry in the loading area of wheelchair-ambulating persons can be achieved with pressure measurements. Several different seat-loading parameters were chosen to be evaluated due to their different implications. The asymmetry indices are useful in comparing different individuals with unique anatomy as well as for comparing pressure from the different sensitivities in the pressure sensors. The indices were designed to show slightly different characteristics of loading. They measure essentially the percent difference from each side to their mean. The Force Asymmetry describes a potential risk for skeletal problems such as scoliosis and muscular problems in balance maintenance. Area Asymmetry addresses further anatomical deficiencies in the loading area and can be important in choosing appropriate orthotic cushions. CoF Asymmetry provides even more information about risks for acquiring pressure sores, since it gives qualitative information about the likelihood that all upper body force is centered on one point. The force and area asymmetries are applicable with the current protocol if a subject needs to stabilize himself by placing his hands on the pressure mat, whereas the CoF asymmetry will then be inaccurate.
The maximum pressure area describes the area that takes up most of the loading. In all cases, this area was extremely small: in control subjects a mere 17 cm 2 and only 10 cm 2 in SCI subjects. This corresponded well with the findings of Aissaoui et al. [1] , who reported that the area supported by the ischial tuberosity region in SCI subjects was approximately half that of the able-bodied subjects. As the total surface area was nearly 3 times larger in control subjects than in SCI subjects, the maximum loading area does not decrease proportionally. The SCI subjects, in fact, are using nearly double the available contact area (respectively) compared with the controls. This measure illustrates the unnatural loading requirements of the soft tissues on the seating area. The subjects' seating pressures on their wheelchairs were only one-fifth of the pressures on the hard surface. The maximum pressure on the wheelchair was measured at a mean of 245 g/cm 2 , equivalent to 180 mmHg. This again corresponds to the findings of Aissaoui et al. [1] , who reported SCI subjects as having a maximum pressure of 199-212 mmHg, equivalent to 271-288 g/cm 2 , in a standard chair with a flat-foam cushion. The pressure on the hard surface of 1,205 g/cm 2 , equivalent to 886 mmHg, also correlates with results from Thorfinn et al. [16] , who reported a maximum pressure of 11.7 N/cm 2 , equivalent to 877 mmHg or 1,192 g/cm 2 , in SCI subjects sitting on a glass plate.
Adjustment in posture from the relaxed to the upright position improved some seating parameters in subjects with SCI when subjects sat on the standardized table, but in their own wheelchairs, postural adjustments made extremely little difference. These findings, in combination with findings of 245 g/cm 2 of pressure, put these subjects at high risk for pressure sores. Loading was more symmetric in the subjects' wheelchairs, approaching the symmetry values of non-injured subjects, but thresholds of asymmetry for risk-loading have not been developed, and it is possible that even small reductions in symmetry may increase risk. Future studies correlating individual postures with loading characteristics may provide more conclusive goals for seating design, as may evaluation of seating during functional and dynamic activities.
One goal of this investigation was to determine whether innervation to the abdominal muscles had any effect on seat loading. No differences in any parameters were found, due in part to the low number of test subjects. Since the subjects with little abdominal muscle innervation may not have a large range of seating postures, the voluntary change in posture may have been small. Individual postural adjustments, rather than group averages, however, may yield more insight into seat loading improvements in subjects with little innervation to the abdominal muscles.
Conclusion
Seating pressure is higher in subjects with SCI, which can alone lead to complications, but the high pressures are further exacerbated by loading asymmetries and are often accompanied by spine deformities. Measuring the asymmetry of loading in addition to maximum pressure is an important assessment in choosing appropriate wheelchair characteristics and could provide information useful in the prevention of secondary complications in persons with complete SCI. Routine measurement of seating pressure, area, and asymmetry may aid in the selection of appropriate chair adjustments and cushion characteristics and may alert clinicians to patients who may be at risk for secondary complications associated with high seating pressure and imbalance.
